CHAP, xiv   SULPHUR IN OKGAOTC SUBSTANCES
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stopper are inserted short glass tubes into which are
fused two long platinum wires of about 0.6 mm.
diameter. To the lower end of one of these wires is
fastened a small platinum basket made by folding
together a piece of platinum wire-gauze. This
basket hangs about 25 mm. above the bottom of the
bottle. The two wires are connected at c by a very
fine platinum wire.

The glass tubes 8 and m are partly filled with
mercxiry for the purpose of easily connecting the
two platinum wires with the ter-
minals of an electric battery.
When the apparatus is not in use,
these two glass tubes are closed
with small cork stoppers.

To make a determination of
sulphur with this apparatus, re-
move the rubber stopper from
the bottle, place the cylinder of
the substance under examination
in the platinum basket, and twist
the thread around the thin wire
{?. Fill the bottle with distilled
water, close it with a solid rubber
stopper, and place it in an in-
verted position on an iron tripod
which stands in a large porce-
lain dish. Pour water into the
dish until it rises just to the neck of the bottle.
Remove the stopper and fill the flask with oxygen
in the customary manner. A cylinder of com-
pressed oxygen is very convenient for this purpose.
Close the bottle again with the solid stopper and

